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Practical tips for building a 
return loss bridge 


This is my contribution for return loss 
bridge enthusiasts. There is no need 
for an article on how to build or use a 
return loss bridge because there are 
plenty of articles available on The 
Internet. Most of these are well written 
and contain designs, tutorials and 
warnings. The thing that I could not 
find were tricks to use to achieve the 
specifications predicted, I could only 
find these out the hard way. This 
article describes my findings. 


1.0 


Introduction 


Everything happens by chance; recently I 
built a helical antenna for radio as- 
tronomy. It has a typical impedance of 
140Q therefore an impedance trans- 
former to 50Q was required. I made a 
microstrip 4/4 transformer but it left me 
with some doubts because cutting a 
87.7Q microstrip (geometric mean be- 
tween 50Q and 140Q) was problematic, 
since with my PCB techniques I was only 
able to manage +1/10mm (at best!). This 
means a variation from 77Q to 91Q that 
is far too inaccurate. So I needed a tool to 
measure and validate hence the return 
loss bridge. 


Surfing The Internet I found a variety of 
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return loss bridge projects, from very 
simple to high performance designs with 
a zillion dB of directivity for frequencies 
up to y rays and even able to make 
coffee. 


It seemed to be simple, and it is...after 
some trials! 


After reading many articles I froze my 
minimum specification to: 30dB direc- 
tivity at 1300MHz. Everybody seemed to 
be able to do it, why not me? 


2.0 


Construction 


Recently I became better at producing 
PCBs and using SMD components, so I 
said to myself “With my modern tech- 
nology I will do it even better “ and I 
started. 


I began by selecting a metal box from my 
junk drawer (more of a trunk than a 
drawer), and I found a good rectangular 
Eddystone aluminium box (93mm x 
34mm x 30mm) that I bought in Frie- 
drichshafen from a British seller. It was 
perfect for my project: see Fig 3. 


A side note: it is incredible how some- 
thing very simple can become almost 
impossible. Everyone who is able to drill 
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the 5 holes necessary for a four hole 
SMA flange perfectly the first time 
should raise their hand. But don’t worry: 
I won’t bother you with sad stories. Ill 
just skip to conclusion. 


I selected the design of bridge with a 
balun transformer output to be able to 
detected from an unbalanced device: see 
Fig 1. 


I designed a small PCB for the RF input 
to support two 51Q SMD resistors to 
reduce parasitic inductance and be as 
symmetric as possible. It is placed at one 
end of the box to give more space for the 
balun transformer. At the far end I 
positioned a second small PCB that is 
just a support for the balun transformer 
and the SMA output to the detector (in 
my case a spectrum analyser) see Fig 3. 


The balun was a very mysterious type of 
transformer; I couldn’t understand how it 
works. But all of a sudden I had a vision 


return loss bridge. 


while reading a Siemens application note 
and I understood. Once understood it was 
easy to build although not so easy to 
make it working properly. 


So, not to offend your electronic knowl- 
edge I will not describe how it works, 
just how I made it see Fig 2 


Back to the bridge; from the RF input the 
generator signal goes to the two 510 
SMD resistors and then to the two SMA 
connectors for Rx and 50Q. load. 


From these two SMA connectors the RF 
goes to the two arms of the balun 
transformer. This is made from two lines, 
one is a simple copper conductor, and the 
other is a small Teflon coaxial cable 
inserted into a set of (25 in my case, but 
not critical) binocular ferrite cores. The 
first arm is a simple copper conductor 
tunnelling through all binocular cores 
and ending at the ground connection of 
the detector SMA connector. The second 
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Fig 2: Return loss 
bridge layout 
showing the balun 
transformer. 


|e <= PR reterence (500hm) 


KR 


Coaxial cable 


oer Coaxial cable 
used as a solid wire 


To Detector q 


arm is the coaxial cable, slim enough to 
fit into the binocular ferrite cores. On one 
end it has the centre conductor soldered 
to the adjacent copper conductor and the 
braid to the central pin of the 50Q load 
SMA connector. The other end of the 
coaxial cable, next to the detector SMA 
connector, has the centre connector sol- 
dered to the centre pin of the detector 
SMA connector and the braid to the end 


SMA Connectors 


4——~~_ Binocular ferrite 
Amidon 61-2702 


of the other arm that is connected to the 
ground connection of the detector SMA 
connector see: Fig 2. 


This seems easy and you can find all of 
this on some Internet sites. It is easy for 
everybody building it ...the second time, 
but vast majority of people will make it 
just once, unless they are a serial sinner. 


Fig 3: Top view of 
the return loss 
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3.0 
Tricks 


Here is the difference from many articles 
that you can find on The Internet. I 
intend to tell you the tricks I had to 
invent and friend’s I had to hear to make 
my bridge fulfil the design specification. 


Initially it didn’t pass 400MHz at 30dB. 
Only after the applying the following 
catalogue I did get it to full specification. 


Here is the catalogue of RL Bridge dirty 
tricks, not in order of importance: 


e I used SMD resistors but a friend 
suggested that using normal 1/8W 
resistor (not inductive!) mounted a 
bit above the support. By displacing 
them a little could help to compen- 
sate for some asymmetry at higher 
frequencies. 


e I used SMA connectors because of 
my box size but other connectors can 
be used: N, SMB, BNC (F is 75Q, so 
no applicable). 


e As an OM told me, the guideline to 
design should be “symmetry” of the 
two arms more than “ no parasitic 
elements” (impossible). Pay attention 
to this as much as possible. 


e Initially I used a 1.5mm silvered 
copper wire as the conductor arm 
through the binocular ferrite cores. 
An OM suggested that in the interest 
of symmetry; instead use a length of 
the same coaxial cable as the other 
arm with the inner and outer con- 
nected together to behave as a single 
conductor with the same geometry. 


e IT used 25 Amidon 61-2702 binocular 
ferrites (these can be found in the R F 
Elettronica catalogue [1]) but the 
quantity is not critical. The more 
used, the better the performance at 
low frequencies. I even tried ferrite 
beads, but it seems that the binocu- 
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lars keep the flux more confined. 


e A ccrucial point has been the effective 
ground connection. This is a very 
important point. Initially I thought 
that the connector screws were a 
good enough ground connection. Not 
true, or not enough. A step forward 
came when I redesigned all ground 
links and added a copper leaf around 
all connectors. Then I linked the two 
internal box ends with two 5mm 
copper strips to directly ground the 
input and output test areas. 


e PCBs. In the picture (Fig 3) you can 
see the two very small PCBs. These 
were mainly to support the SMD 
resistors, but there is no real advan- 
tage in having them. I haven’t even 
added the PCB layout because they 
depend too much on the box avail- 
able. 


e The coaxial cable I used was Teflon 
insulated cable that fitted smoothly 
into the binocular ferrite cores. Ini- 
tially I used a nylon-insulated coaxial 
cable. It melted when soldering and 
shorted in a way that took quite some 
time to spot it. 


e The 51Q resistors were selected from 
a bunch of ten using a 4 wire digital 
ohmmeter. The criteria was to select 
for close value rather than close to 
50Q. 


e When the bridge is balanced it 
presents a 50Q load to the generator. 
Not so when it is not balanced. In the 
worse case (Rx = 0) it presents 30Q. 
This has to be taken into account for 
the precision of the measurement. 
Using attenuators is recommended. 


I don’t know if these suggestions are 
good for the eyes of big guns; but at least 
it represents the collection of my per- 
sonal and some Ham friend’s experience. 
In the end the results speak for them- 
selves because I achieved my target. Fig 
4 shows the bridge under test. The 
performance that I reached was: 
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e Directivity: 32dB @ 1300MHz 
e Directivity at higher frequency see 
Fig 5 


e Insertion Loss: 14dB @ 100MHz; 
15dB @ 500MHz; 15dB@ 1GHz; 
16dB@ 1.5GHz 


e RL (open Rx) detector port: >22dB. 


I only built one sample, so I don’t know 
how reproducible it is but since I built 
and rebuilt it several times, I believe it is 


MKR 4.3002 GHz = SPAN FULL 
| MID -20 dB 40 oB/ ATTEN 
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Fig 4: The return 


reproducible enough. Enjoy building it. 


4.0 
References 


[1] R F Elettronica catalogue - 
http://www.rfmicrowave.it/ 


Fig 5: Plot of the 
return loss bridge 
performance. 
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How to realise a simple and 
cheap dummy load 


The dummy load is used in all kinds of 
RF and microwave measures and is an 
essential accessory in every shack if you 
have a state of the art spectrum analyser, 
network analyser and oscilloscope or 
only few very simple and old instru- 
ments; a dummy load is essential. 


Often we forget what a dummy load is: a 
non-inductive power resistor specifically 
designed to have a VSWR very closed to 
1 over a very wide range of frequencies. 
To achieve high power handling the core 
of the dummy load, the non-inductive 
resistor, is mounted on a heat sink. The 
outside of this device is very simple, it 
looks like a heat sink with a connector, 
generally an N type. 


A very wide range of dummy loads of 
every power and frequency range can be 


found on the market. They are generally 
not a cheap accessory due to the high 
specification requirements (high power 
and wide frequency range with an excel- 
lent return loss). A good dummy load can 
be made without investing lots of money 
by just using a high power non-inductive 
50Q chip resistor. A good variety of non- 
inductive chip resistors can be found on 
the R.F. Elettronica web site. 


The power non-inductive chip resistor is 
a thin film resistor, generally made using 
a substrate of AIN and BeO, with a 
copper flange, a beryllium copper tab and 
an alumina cover. The wide range of 
power and frequencies available allows 
us to realise every kind of dummy load 
that we need in a very cheap way. We 
just need the adequate resistor for our 
application requirements in terms of 


Fig 1: 250W DC - 2GHz dummy load. 
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power and frequency, a heat sink big 
enough, a flange mount connector of the 
kind that we need (BNC, N, etc.), 2 
screws to fit the connector and some 
thermal silicon grease. 


Figs | and 2 show a simple but very 
useful example of a dummy load made 
with a 50Q chip resistor, capable of 
handling power up to 250W in the range 
DC - 2GHz, with a VSWR very close to 
1. 


References 


[1] R. F. Elettronica - 
www.rfmicrowave.it 


With over 700 members world-wide, the UK Six Metre 
Group is the world's largest organisation devoted to SOMHz. 
The ambition of the group, through the medium of its 56-page 
quarterly newsletter 'Six News' and through its web site 
www.uksmg.com, is to provide the best information available 
on all aspects of the band: including DX news and reports, 
beacon news, propagation & technical articles, six-metre 
equipment reviews, DXpedition news and technical articles. 


Why not join the UKSMG and give us a try? For more 
information contact the secretary: Dave Toombs, G8FXM, 1 
Chalgrove, Halifax Way, Welwyn Garden City AL7 2QJ, UK 
or visit the website. 


136 


VHF COMMUNICATIONS 3/2009 


Andy Barter, GSATD 


Construction Project: 
Elektor RF Sweep Frequency 
Generator / Spectrum Analyser 


I take Elektor magazine and marvel at 
some of the projects that they print. 
When the October 2008 issue arrived I 
quickly spotted an article by Gert 
Baars who described an RF sweep 
frequency generator / spectrum ana- 
lyser [1]. It covers 0 — 450MHz and 
looked a very interesting project to 
build over the winter. This article 
describes my experiences in building 
this project, I hope it will contain some 
useful information for anyone else who 
wants to build either this project or a 
similar project involving modern SMD 
components. 


My second reason for writing this 
article is that the supply of articles for 
the magazine is drying up so if you 
think you could write a similar article 
please let me know. 


1.0 
The Project 


Fig 1 shows a block diagram of the 
project and Figs 2 and 3 show the circuit 
diagram. It consists of a microprocessor 


Wobbulator 


Fig 1: Block diagram of the RF Sweep Frequency Generator / Spectrum 
Analyser. 
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Fig 3: Circuit diagram of the RF Sweep Frequency Generator / Spectrum Analyser. 


——— 
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controlled Direct Digital Synthesiser 
(DDS) using an Analog Devices 
AD9858. The output from this synthe- 
siser is split between a front panel wobu- 
lator (sweep frequency) output and a 
Local Oscillator (LO) input to an Analog 
Devices AD831 mixer that is the input 
stage of the spectrum analyser. The out- 
put of the mixer can be fed via one of 
two filters to an Analog Devices AD8307 
Log detector to provide a line output or a 
digitised output via the Analogue to 
Digital Converter (ADC) in the micro- 
processor. There is also a wobulator 
input that can be switched via the Log 
detector so that the output of test objects 
fed using the wobulator output can be 
displayed. The digital output from the 
microprocessor is fed via an RS232 port 
to a PC running a program supplied by 
Gert Baars [2]. 


I purchased a PCB for the project via The 
PCB shop [3] and a programmed micro- 
processor from the Elektor shop [4]. 
Then the fun began to first locate and 
purchase all of the parts required and 
then assemble the PCB. 


2.0 
Finding the parts 


The first problem was that Elektor did 
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not print a parts list. There is a supple- 
mentary document [5] that is supposed to 
contain all of the additional information 
required for the project but in many 
places it leaves more questions than 
answers. I have spoken to the editor at 
Elektor and discovered that the supple- 
mentary document now contains the parts 
list, it was added some time after the 
document was available. My first task 
was to produce a parts list from the 
circuit diagram this is shown in Table 1. 
A full list by component number is 
shown, this makes assembly easier. 
There is a summary by component type 
for ordering purposes. 


My junk box contains most axial resistors 
and capacitors but has virtually no SMD 
parts. A search on eBay found the Fast- 
components Electronic Kits shop [6], 
they sell kits of SMD resistors and SMD 
capacitors quickly giving me a supply of 
nearly all the passive SMD parts needed 
for the project plus a nice stock in my 
junk box. The remaining non-standard 
SMD resistors and capacitors were pur- 
chased from Farnell [7], R S Components 
[8] and Cricklewood Electronics [9] 


All of the active devices are readily 
available, the only ones I had difficulty 
with were D1 — D4, MA4P7001 but a 
suitable alternative is BAR64-03W. 


The one component that I could not 
source was the 1GHz Surface Acoustic 


Fig 4: Circuit of 
SAW oscillator in 
place of SAW reso- 
nator. 


T11, R24 and C81 
are not fitted. R17 
is 15Q and C80 is 


replaced with a 
33Q resistor. IC8 is 
an LM7805 and the 
+5V is fed to the 
SAW oscillator. 


VHF COMMUNICATIONS 3/2009 


VHF COMMUNICATIONS 3/2009 


VHF COMMUNICATIONS 3/2009 


Wave (SAW) resonator (X2) used as the 
signal source for the DDS. I contacted all 
the listed stockist with no luck. I then 
contacted the manufactures to find that 
they produce these in batches and there 
were no new batches planned. The Inter- 
net then came into full use and I found a 
company called Crystek Crystals who 
manufacture a range of oscillators that 
use SAW resonators, with the CCSO- 
914-1000 being ideal for this application 
[10]. The package is small enough to fit 
in the area used for the original SAW 
resonator and with a few easy circuit 
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> 2 


Fig 5: SAW oscillator fitted in place of 
SAW resonator. 


changes shown in Fig 4 plus a small 
piece of Teflon laminate used to support 
the oscillator it was job done. Fig 5 
shows the oscillator in place. Fortunately 
Mouser Electronics [11] stock the 1GHz 
oscillator at a very reasonable price, they 
also solved another problem which was a 
source for the Amphenol PCB mounting 
BNC sockets used for this project. Am- 
phenol wanted a fantastic price for these 
sockets but they are very reasonable from 
Mouser, the only thing that I did not 
realise is that the fixing nuts have to be 
purchased separately. Fortunately I found 
that the fixing nuts for some 20mm fuse 
holders in the junk box were the correct 
size thus saving an expensive order of 
nuts from the USA. 


The inductors for the post mixer filters 
are wound on 14.5mm 4C65 cores using 
30swg enamelled copper wire with the 
number of turns shown in the parts list. I 
have included the approximate length of 
wire used to wind the coils. 


3.0 


Construction 


3.1 The main PCB 


With all the parts on the way it was time 
to start the construction. When the PCB 
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arrived I was a bit dismayed to see that 
the component silk screen was not really 
legible, not really surprising with such a 
compact design. Unfortunately Elektor 
did not publish a component layout so I 
contacted The PCB Shop [3] who sup- 
plied the PCB to see if they could supply 
me with a copy of the silkscreen artwork. 
By return email I had the artwork as 
shown in Fig 6. Construction could now 
start. 


The first three ICs to mount were the 
most difficult. The AD9858, IC12 being 
the most difficult because it has 100 legs 
on 0.5mm pitch plus it has a square 
conductive heatsink pad in the centre that 
must be soldered to the feedthrough pads 
to conduct the heat generated in the IC to 
the outside world. The other two difficult 
ICs are IC3 an AD831 and ICS an 
AD8009. I have a friend who works at a 
local electronics manufacturer so I went 
to see if he could help. The reply was that 
he could not but he knew a man who 
could. Their PCBs are all assembled a 
specialist PCB assembly company who 
have all of the equipment needed to 
handle such small IC packages. It turned 
out the assembly company had never 
dealt with ICs like the AD9858 with it’s 
heatsink pad, so it became a challenge to 
try. In a few days I had a call to say that 
my PCB was ready to collect with the 
three ICs mounted. Now all I had to do 
was mount the remaining components. 


In my experience SMD assembly has to 
be taken slowly and with a bit of prepara- 
tion. For this task I used a tray lined with 
aluminium cooking foil as the work area. 
The foil would keep the static at bay and 
the sides of the tray would catch any 
stray SMD components that tried to 
escape. 


The golden rule when handling SMD 
components is to leave them in their 
packaging until you are about to solder 
them in place. Most are not marked so if 
you loose track of which one is which 
there is little hope of using that compo- 
nent. There is no particular order of 
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assembly but I found it best to fit all of 
the SMD resistors and capacitors first 
because some of the larger components 
would make positioning the small parts 
very difficult. The completed PCB is 
shown in Fig 7. 


3.2 Power supply 


The circuit diagram of the power supply 
is shown in Fig 8. It is straightforward 
and was constructed on strip board with a 
simple aluminium plate to hold the trans- 
formers. 
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Fig 7: Completed 


Spectrum Analyser. 


3.3 The active probe 


An active probe is part of this project; the 
circuit diagram is shown in Fig 9. It gives 
a high impedance input for either the 
wobulator of spectrum analyser inputs 
and is powered by a current source on the 
relevant input circuit. I constructed it on 
a small piece of Teflon PCB as shown in 
Fig 10 and mounted in a pen case that 
had been supplied to me as a sample 
from a promotional products company. 
The advantage of this pen case is the 
metallic coating that provides good 


Fig 8: Circuit dia- 
gram of the power 
supply for the RF 
Sweep Frequency 
Generator / Spec- 
trum Analyser. 


I did not use a fan 
to cool the unit. 


D1...08 = MBR10100 
C1...C4, C7...C10 = 470 
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screening for the probe. 


3.4 Final assembly 


The completed PCB and power supply 
were mounted in a simple two-part case 
from Maplin Electronics [12]. I wanted 
to make the front panel look good and 
investigated using photosensitive sticky 


backed card. This is quite expensive and 
would require a suitable size UV expo- 
sure unit, which I do not have. I tried an 
alternative. Using a free front panel de- 
sign program downloaded from the Inter- 
net [13] I produced a panel design 
printed on an A4 sheet of paper. I then 
laminated the paper using a standard 
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heat-sealing laminator and carefully fit- 
ted it to the front of the unit using 
double-sided sticky tape. The completed 
unit is shown in Figs 11 and 12. 


4.0 
Testing 


The first test was to check the voltage 
regulators to ensure that they were pro- 
ducing the correct supply voltages. The 
most critical being the 3.3V supply for 
the AD 9858 DDS IC, this is generated 
by and LM317 with a voltage divider 
comprising two non standard value resis- 


Straight through cable to PC 


Fig 13: RS232 connections from the 
RF Sweep Frequency Generator / 
Spectrum Analyser to a PC. 
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Fig 12: Front view 
of the completed 


Spectrum Analyser. 


tors (R49, 2490 and R50, 412Q). In fact 
I hand selected two resistors to give the 
correct ratio of 0.604 from 330Q and 
560Q resistors. To ensure that the volt- 
age was correct I connected the input to a 
variable voltage source and slowly raised 
the input voltage while monitoring the 
3.3V supply line to ensure that it stabi- 
lised at about 3.3V. The remaining sup- 
ply voltages are generated with fixed 
voltage regulator ICs so they are less 
critical but it is still worth checking. 


Once these initial checks are made the 
unit must be linked to a PC running the 
program downloaded from the Internet 
[2]. The link is a simple 3-wire RS232 
link; the connections are shown in Fig 
13. After the program is loaded (Fig 14) 
there is a simple hardware test and setup 
procedure. This is my version of the 
setup procedure shown in the supplemen- 
tary document [5]: 
e Select “Com Port” from the “Set- 
tings” menu 
e Set the parameters to COMI or 
COM2 depending on the port avail- 
able on your PC, Baud rate 115200, 8 
data bits, 1 stop bit, no parity and no 
flow control 
e Now select “Test HW” from the 
“Settings“ menu, if all is well you 
will get a message to say that the 
hardware is OK 


Next the DDS output filter should be 
aligned: 
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Ensure that the probe is not enabled 
on the “Options” menu 

Connect the sweep generator output 
(K4) to the Wobulator input (K1) 
with a short length of 50Q coax 
Select “F1,F2” and “Megahertz” on 
the “Entry Format” menu 

Enter “0” and “-100” for dB values 
Select “Adjust LPF” on the “Options 
“ menu 

Enter “0” and “500” for the values of 
F1 and F2 respectively 

Select “0.2s” for a sweep time 

Click “Run” for the Wobulator 

This will display the response curve 
for the DDS output filter, adjust P4 to 
set the highest point of the display on 
the OdB line 


LPF CALIBRATE 


316000 


360000 


405000 40000 


Adjust trimmers C109, C111, C113 
and C115 until the line is a s flat as 
possible with a steep fall off at about 
450MHz. The best that I could 
achieve is shown in Fig 15 

Once the best adjustment has been 
made, stop the sweep by clicking 
“Stop” for the Wobulator 


Next the spectrum analyser level should 
be set: 


Deselect “Adjust LPF” 

Disconnect the cable connecting K1 
and K4 

Select “100kHz BW” for the spec- 
trum analyser 

Connect a signal generator with a 
50Q output to the spectrum analyser 


Fig 15: Calibrating 


{——~ 


the low pass filter 


on the output of the 


DDS. 


200 250 300 
F(MHz) 50 MH2/Div 
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Fig 16: Setting the 
OdB level with a 


50MHz signal from 


a signal generator. 


8 50.0 50.2 
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input (K2) and set the frequency to 
50MHz with a level of 0dBm 

Enter “40” for Fl and “60” for F2 
and click “Run” for the Spectrum 
analyser, the display will look like 
Fig 16 

Adjust P5 to set the tip of the signal 
to 0dBm 

Reduce the signal generator level to — 
30dBm and adjust P3 to set the tip of 
the signal on the —30dB line 

Stop the spectrum analyser by click- 
ing “Stop” for the Spectrum analyser 


Next the sweep generator level should be 
calibrated 


Connect the sweep generator output 
(K4) to the Wobulator input (K1) 
with a short length of 50Q coax 
Select “O” and “450” for Fl and F2 
respectively 

Select “0” and “-100” for the min and 
max dB levels 

Check “Level” on the “Calibration” 
menu. If this option is already ticked, 
click to un-tick it and a second time 
to enable the level setting once a 
single sweep has been made 

Click “Single” for the Wobulator. 
This will calibrate the level and store 
the relevant values in file that is 
loaded each time the program is run. 
The fact that the level has been 
calibrated is shown with a tick 
against the “Level” option on the 
“Calibrate” menu 
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There is a calibration procedure to for the 
frequency of the signal generator but I 
did not need to use that because the 
frequency output was close enough for 
all my requirements. 


Finally the probe should be calibrated: 

e Connect the probe to the spectrum 
analyser input (K2) 

e Select “Use probe” in the “Options” 
menu 

e Measure the DC voltage at the collec- 
tor of the current source transistor 
(T2) and adjust P2 to give 5V 

e Now connect the probe to the wobu- 
lator input (K1) and measure the DC 
voltage at the collector of the current 
source transistor (T1) and adjust Pl 
to give 5V 

e Select “F1,F2” and “Megahertz” in 
the “Entry Format” menu 

e Enter “0” and “450” for Fl and F2 
respectively 

e Enter “0” and “-100” for the max and 
min dB values 

e Connect the signal generator output 
to a 50Q termination with the hot end 
of the termination accessible to the 
probe (I used a BNC “T” piece) 

e Connect the probe to the hot end of 
the termination 

e Select “Probe level” on the “Cali- 
brate” menu 

e Click “Single” for the Wobulator. 
This will calibrate the level and store 
the relevant values in file that is 
loaded each time the program is run. 
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Fig 17: Measuring 


the frequency re- 


sponse of an air 


band filter using 


the wobulator func- 
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The fact that the level has been 
calibrated is shown with a tick 
against the “Probe level” option on 
the “Calibrate” menu 


The unit is now calibrated and ready for 
use. 


5.0 


In use 


The software is easy to use making swept 
frequency measurements over any range 
from 0 to 450MHz very easy. The full 
range of facilities is quite comprehen- 
sive: 

e Making a swept frequency measure- 
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ment of such things as filters. Fig 17 
shows the frequency response of an 
air band filter with the filter con- 
nected between the sweep generator 
output (K4) to the Wobulator input 
(K1). 

e Making a spectrum scan of a signal 
source. Fig 18 show a scan from 0 to 
450MHz with a signal generator set 
to 100MHz. The fundamental plus 
several harmonics can be seen. Mov- 
ing the mouse over the display area 
show the frequency and attenuation 
at the mouse cursor. Click and hold 
the mouse button on the fundamental 
then dragging the mouse to the first 
harmonic makes a delta measurement 
as shown. 


e Using the sweep generator as a VFO. 
By selecting “VFO” from the “Ex- 


the harmonics of a 
100MHz signal. 
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tras” menu displays a panel to set the 
frequency in kHz, the output of the 
sweep generator (K4) is set to that 
frequency at an output of —8dBm. 
Using the mouse wheel increments or 
decrements the frequency by the step 
size chosen as shown in Fig 19. 

e Using the unit as a Direct Digital 
Synthesis (DDS) receiver. By select- 
ing “Receiver” from the “Extras” 
menu displays a panel to set the 
frequency in kHz, the output of the 
sweep generator is set to that fre- 
quency and the Line Output (K3) is 
enabled. This is not a very sensitive 
receiver but I note that Gert Baars 
has a design for a 2m preamplifier in 
the July/August 2009 issue of Ele- 
ktor. Don’t expect this to be a com- 
munications receiver. 

e VSWR measurement, there are two 
options on the “Extras” menu to 
measure Rho-A and Rho-B. These 
are to be used with an external 
VSWR bridge to make measure- 
ments. I have not tried these yet and 
the descriptions to construct a VSWR 
bridge in the supplementary docu- 
ment [5] are a bit vague and the 
relevant diagrams are missing. 
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6.0 


Conclusion 


This was an interesting and challenging 
project to construct. The end result is a 
very useful piece of test equipment for 
the radio amateur. It is not a precision 
instrument but the accuracy is quite 
sufficient to use for various measurement 
tasks up to 70cm. My thanks to Elektor, 
portions of this article are copyright© of 
Elektor International Media and repro- 
duced with the permission of the Editor. 
The original article may be downloaded 
at www.elektor.com/040360 


There is an active group of followers in 
the Netherlands [14]. The link is rather 
long so I will out it on the VHF Commu- 
nications Magazine web site. 
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Experimental board for the 
ATMegal128 microcontroller 


Experience shows that using an experi- 
mental board to develop circuits with 
microcontrollers can save time and 
money in the long run. The board 
should be as versatile as possible and 
have as many circuit variants as possi- 
ble. The most frequently used inter- 
faces are; relay drivers, real-time 
clock, a serial interface like the stand- 
ard RS232. Also it must use different 
types of microcontroller. 


L., 


Introduction 


The most important characteristic of an 
experimental board is that it should be 
universal. It should be able to use as may 
different interface circuits as possible. It 
should be downward compatible with 
similar microcontrollers; these must have 
the same capabilities as all smaller ver- 
sions (derivatives) from its product fam- 
ily if possible. It must be possible to 
differentiate different peripheral inter- 
faces such as parallel and serial inter- 
faces. It is most important to differentiate 
between the standard RS232 serial inter- 
face and the ?C Bus. Important standard 
microcontroller circuits are relay drivers 
and high current drivers. The AT- 
Megal28 microcontroller from Atmel 
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meets these criteria. Apart from the many 
ports there is a plentiful supply of soft- 
ware for this well used microcontroller. 
There is also plenty of technical literature 
available. 


Ze 


Circuit description 


Fig 1 shows the circuit diagram for the 
ATMeagal28 experimental borad. The 
main item is the ATMegal28 microcon- 
troller C1) from ATMEL. This compo- 
nent is in a 64-pin SMD package with 
plenty of input and output ports to con- 
nect peripheral controls. The 128kByte 
ROM gives enough space for extensive 
application software. At first sight the 
clock frequency of 9.216MHz is unusual 
compared to the more normal 8, 12 or 
16MHz but it was chosen with the serial 
interface bit rates in mind. A 4 line by 
20-character display is available to dis- 
play current data, measured values or 
other data. This display is connected to 
port C on the microcontroller via a 10- 
pin connector K7. The pin connections 
for this connection are shown in Fig 2. 
Port F of the ATMegal28 has an Ana- 
logue to Digital Converter (ADC) with 
10-bit resolution. This can be used to 
measure analogue signals using addi- 
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LCD 20 x 4+ 


Fig 2: Connection of an LCD display 
(4 x 20) on port C of the ATMega128. 


tional resistor wiring on contact strip K1. 
The circuit shows a special driver (IC5, 
ULN 2803) on port B. This driver makes 
it possible to connect up to 8 relays with 
higher current contacts. All other ports 
are digital input or output ports and free 
to use. The two serial interfaces, standard 
RS232 and the °C Bus, are connected to 
port E. Both interfaces are separately 
addressed. The ATMegal28 microcon- 
troller has an integrated real-time clock 
on the chip. However to ensure compat- 
ibility with smaller microcontrollers 
without this facility, an external clock 
(IC3, DS1307) is used to provide the 
Real Time Clock (RTC). 


3. 


The ISP interface for the 
programming of the microcon- 
troller 


Microcontrollers with integrated flash 
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memory, like the AVR microcontroller 
from ATMEL usually offer facility for In 
Systems Programming (ISP). This uses a 
programming device to program the mi- 
crocontroller while it is connected to the 
existing circuit. Memory can be also 
selected using the same mechanism. This 
microcontroller has a Serial Peripheral 
Interfaces (SPI) that is an interface with 
three connections: 


e MOSI: Master Out, 
(program data bits) 


e MISO: Master in, Slave Out 
(selected data bits) 


e SCK: Clock pulse (clock to transfer 
the data bits) 


The connections from the microcontroller 
for this interface are fed to the appropri- 
ate plug contacts. These connections de- 
pend on the ISP adapter used. There are 
different versions of programming adapt- 
ers for a parallel PC interface. The 
electronics necessary is usually fitted in 
the plug. 


Slave in 


4. 
The real-time clock DS1307 


An important auxiliary component ex- 
perimental board for the ATMegal28 is 
the DS1307 (IC3) real time clock. The 
DS1307 is in an 8-pin package and is 
almost ideal for the function required. It 
has an integrated clock, calendar and 64 
bytes of static RAM with about which 56 
bytes free for the user (the clock needs 8 
bytes) and most important it is very 
inexpensive. With an external battery 
(CR2032) this IC will run for at least 30 
years. This 3V battery connected to pin 3 
of IC3 and continues to supply the device 
if the supply voltage is switched off. In 
standby the power required is a maxi- 
mum of 500nA. The DS1307 is ad- 
dressed over an IC-bus, also know as 
TWI (twin Wire) -bus. It is connected to 
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Fig 3: Layout of the component (top) side of the PCB. 


the microcontroller by pin 5 (SDA, Serial 
Data) and pin 6 (SCL, Serial Clock). The 
other external component is a miniature 
32.768kHz clock crystal connected to pin 
1. It provides for the accuracy of the 
clock. 


5. 
The ULN 2803 relay driver 


The ULN2803 (ICS) is an amplifier 
circuit to control relays or light emitting 
diodes with high current requirements. 
Up to 8 devices can be controlled. The 
ULN series was developed to illuminated 
displays with high supply current re- 
quirements and as relay drivers. This 
device contains 8 Darlington transistors. 
Each output is an open collector. All 
gates can be operated independently. The 
inputs are suitable for TTL or CMOS 
signal levels. The outputs have internal 
protection diodes for inductive loads and 
can switch peak currents of 600mA. It is 


possible to operate individual drivers in 
parallel to be able to switch higher 
currents. However the total power dissi- 
pation of the device should not exceeded 
1.3W. 


6. 


The standard RS232 serial 
interface 


The transmission method of RS232 was 
originally developed for data communi- 
cation over a voice grade channel. It uses 
a simple asynchronous serial procedure 
for the data communication. Serial means 
that the individual bits of the to be 
transmitted are pushed successively over 
one data line. A typical bit rate is 9600 
Bit/s. Asynchronous means that there is 
no clocking line to tell the receiver of the 
data exactly when the next bit is on the 
data line. Such a procedure can only 
work if the transmitter and receiver use 
exactly the same internal clock and if the 
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receiver is told exactly when the first bit sent that marks the beginning of a byte. 
begins (synchronisation). It was defined At the end of a byte an additional stop bit 
that 8-bits would transfer a data byte. is sent i.e. 10 bits are sent per data byte. 
Additionally at the beginning a start bitis The interface was originally designed for 


Fig 5: Component layout for the ATMeagal28 experimental board. All 
components are fitted on the component side. 
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operation by modems (modulator de- 
modulator) and contains some signals for 
that purpose. Applications like communi- 
cation between microcontrollers that use 


oe 
the RS232 interface do not need these 
modem specific signals and just use 
Received Data (RXD), Transmit Data 
(TXD) and Ground (GND). All RS232 
signals (with exception of the ground 
wire) work with the voltage levels +12V 
(for logic 0) and -12V (for a logic 1). 5V 
to 15V are permitted and the receiver 
often accepts +3V for 0 and less than -3V 
for 1. 


The RS232 serial port uses a standard 
MAX232A (IC4) chip. This takes care of 
all the level transformation and the IC 
produces all necessary voltages. 


ds 


Construction 


The ATMegal28 experimental board is a 
100mm x 160mm (Euro card format) 
double-sided epoxy printed circuit board 
(PCB). The PCB should be commercially 
manufactured because some plated- 
through holes are close to very thin 
tracks. The PCB layouts for the upper 
and lower sides are shown in Fig 3 and 4. 
Experienced home constructors could use 
these to make a PCB. The circuit and 
PCB layout produced with TARGET are 
available as a data file from the author. 


The component layout is shown in Fig 5. 
The 7805 (IC4) 5V voltage regulator and 
the associated components should be 
assembled first and the 5V_ supply 
checked before any other assembly is 
carried out. The ATMegal28 (IC1) mi- 
crocontroller is assembled next followed 
by the sockets for the input and output 
ports. Because these are relative close to 
the solder connections of the microcon- 
troller care should be taken not to disturb 
these when soldering the sockets. The 
circuit layout was designed to give com- 
paratively generous space. There should 
be no particular assembly problems for 
the less practiced constructor. 
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Fig 6: The completed ATMega128 experimental board ready to use. 


8. 
Set up 


Fig 6 shows the completed ATMegas 128 
experimental board. Once assembly is 
complete it should be examined care- 
fully. Connecting the LCD display com- 
pletes construction, this only requires 
about 35mA. The operating voltage of 
the experimental board is between 8V 
and 15V. Importantly, the real-time clock 
(IC3, DS1307) must be programmed with 
the current date and the time, after this it 
can run with the external backup battery 
(CR2032) for over 30 years. 


9. 


Programming of the AT- 
Mega128 microcontroller 


There are various alternatives available 
to program the ATMeagal28 microcon- 
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troller. One option for the beginner is 
BASCOM. BASCOM is a complete ba- 
sic development environment for the 
AVR controller from ATMEL. It offers a 
large user friendly and efficiency devel- 
opment environment. A free demonstra- 
tion version is available on the Internet; it 
can be used by anyone to produce code 
up to 4kB in size, which can use the all 
the memory of an AT90S2313. BAS- 
COM AVR contains a great many fin- 
ished functions to make addressing exter- 
nal components (e.g. LCD displays) very 
simply. The demo version does not have 
any restrictions compared to the full 
version. The demonstration version can 
be downloaded from the manufacturer’s 
web site [2]. 


10. 


Example of uses 


A possible practical application for the 
ATMegal28 experimental board is to 
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Fig. 7: With only a few external 
components the ATMegal28 
experimental board can be used for 
controlling a beacon. 


control a beacon. The hardware and 
software necessary for this were de- 
scribed in detail in [3] using an AT- 
Mega32 microcontroller. The measured 
values for operating voltage and power 
output are connected to port F (K5) of the 
ATMegal28 microcontroller as shown in 
Fig 7. The analogue inputs of the micro- 
controller can measure up to 5V. The 
measured values must be standardised 
using resistive voltage dividers. The two 
relays for the PTT and Key are connected 


PGCE IGG GOGGF ih 


ao 


to the ULN2803 (ICS) relay driver 
(K13). Two LEDs are also connected for 
control purposes. All ports are LOW 
active, i.e. switched to ground. 


The outputs of the microcontroller can 
directly feed LEDs; these should be low 
current LEDs that operate with only 2 - 
4mA. The current limiting resistors 
should have the appropriate values. 
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Fig 8: The LCD 
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The noble art of checking your 


SWR meter 


1.0 


Introduction 


The key part in an SWR meter is a 
Directional Coupler or an SWR bridge. 
For either there are two couplers and a 
meter that can be switched between them 
or they each have one meter separately 
indicating the forward and reverse power. 
The sensitivity of the meters is varied 
until the forward meter shows full read- 
ing and the reading of SWR is done on 
the other meter. 


It is also possible, and more practical, to 
have two couplers, one for forward and 
the other for reverse power. The sensitiv- 
ity of both meters (if two couplers) is 
adjusted to full deflection on the forward 
coupler when the normal full power is 
available. SWR is read off the other 
meter. 


There are bi-directional couplers that 
provide the coupled reference (the for- 
ward) as well as the reflected (the re- 
verse) signal at the same time. The 
forward coupler is used all of the time to 
provide reference for the value of full 
power. A coupler like the one in Fig 5 
can be made dual and bi-directional. 


A Slotted Line (with detector and an 
instrument like the HP415E) can perform 
very accurate SWR measurements, but it 
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is not direct reading and not in real time. 
Otherwise it is a great instrument for the 
lab and more accurate than just about any 
regular SWR meter! The maximum 
errror, given by GR and HP for their 
regular slotted lines, are 1.04:1 or 34dB 
RL. 


We now suspect that a poor coupler will 
make a poor SWR meter! 


We also suspect that a good coupler can 
be tested with a good load! 


Looking in the data sheets for Directional 
Couplers, we see a property called “Di- 
rectivity”. That is how well the coupler 
can tell the difference of the coupled 
signal between waves travelling one way 
and the other. 


30dB is not a bad number. 40dB is very 
good. If we use the SWR meter (with a 
coupler like this) to judge how good, or 
bad, a load is, we can obviously not make 
measurements beyond the directivity of 
the coupler. 


2.0 
Testing the Directional Coupler 


To test the SWR meter we want a 
mismatch of known magnitude. 


If we have a total mismatch, short or 
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Fig 1: The same L and C used as a series and a parallel circuit. 


open circuit (notice that any pure reac- 
tance will give a total reflection as well) 
on the line, there will be a total reflec- 
tion. No energy consumed, it all comes 
back! 


If a 10dB attenuator is connected be- 
tween the output and the total reflection, 
it will improve the reflection by twice its 
value, as seen from the source. The 
signal is attenuated by 10dB on the way 
out, reflected and attenuated again on the 
way back, total attenuation of 20dB. 
This is the same thing as a RL (Return 
Loss) of 20dB. Compared to the out- 
bound power only 1/100 of the power 
comes back! That makes the bad load 
look very good, SWR = 1.222:1 or better. 


No matter what we have on the far end, 
with a 10dB attenuator, the reflection 
will be no worse than —20dB. 


3.0 


Making a load for calibration! 


Let us assume that an attenuator is put in 
the line, after the meter, in front of a 
very, or totally, mismatched load! Say 
the attenuator is 6dB. To begin with, the 
incident (outgoing) signal is attenuated, 
so in this case the signal is attenuated by 
6dB when going out, totally reflected by 
the load, and attenuated again by another 
6dB coming back. Thus, as seen from the 
source, the reflection is at least 12dB 
below the outgoing signal. (Called: “a 
12dB Return Loss” which is somewhat of 
a good load = SWR 1.671:1). Thanks to 
the attenuator, this is “Worst Case’, as 
bad it can get. No matter what we do to 
the load end, it cannot get any worse! 
The reflection from this load assembly is 
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Fig 2: The SWR meter setup. From left: a variable attenuator, signal generator 
and double directional couplers. A DMM is outside the picture. 


12dB below the outgoing signal. That 
would actually not be a very bad load, 
but it is of course all thanks to the 
attenuator. If the actual load is not all 
reflective, it will be “improved”, from 
whatever it is, by another 12dB thanks to 
the attenuator. We can use this for cali- 
bration, or evaluation, of any SWR me- 
ter. 


By very simple means, we can make a 
load with an argument that can be rotated 
continuously by almost 360°. The Series 
LC version shown in Fig | will easily go 
through the 180° argument and almost 
reach 0° from either direction. The Paral- 
lel LC version shown in Fig | will just 
barely reach the opposite loci, at 0°, from 
the 180° loci, in either direction. 


As they are real, not ideal, L and C have 
some losses, therefore the arcs they pro- 
duce will be just inside the periphery of 
the Smith Chart where perfectly reflect- 
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ing loads are located. 


Fig 1 shows the case at series resonance. 
The circle, with an inscribed arc, repre- 
sents the periphery of a Smith Chart 
where the arc symbolises the possible 
locations that the reflection from a reso- 
nant circuit can occupy. It does not 
include the 3 o’clock location but almost 
all the rest. It is exaggerated here. In 
reality, the arc is closer to the circle, the 
periphery of the Smith Chart, and the loci 
of perfectly reflecting loads. 


The signal source plus SWR meter under 
test, connected to “IN”, should show an 
infinite SWR even if the frequency is 
varied so the resonator goes into, through 
and out of resonance. The attenuator with 
a total reflection and with this resonator 
are the basic test of the SWR meter. In 
place of varying the frequency, the C (or 
L) can be varied a little back and forth 
while looking for small variations. There 
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Fig 3: Closer view of the SWR setup. Clockwise from 7 o’clock: LC resonator, 


the variable attenuator, the double directional couplers and the AD8307 
logaritmic output RF detector. A DMM is outside the picture. 


should not be any if the meter is good. It 
may be practical with rotor grounded. 


In preparation for this article I tested this 
with the setup shown in Figs 2 - 4 but got 
no effect at all. This could be because the 
Mini Circuits couplers are so good. I 
have a lot of my stuff packed away 
because of a move but am finally able to 
unpack it in a local storage space. The 
available supply of couplers to test was 
limited. 


4.0 
How coupled lines work 
To understand how coupled lines works 


we need to take a closer look at what 
constitutes a wave in Fig 5. Looking at 


the electric and magnetic field around the 
main conductor, in the direction of power 
flow, there is an electric and a magnetic 
vector, both perpendicular to the direc- 
tion of the flow of power, the P, vector. 
This is also called the Poynting Vector. 
When E and H are multiplied according 
to the rules for vector multiplication, the 
result is a P vector such that E rotated 
90° clockwise to H results in P into the 
paper. The magnetic coupling and the 
electrostatic coupling (small capacitors) 
are indicated in Fig 5 


In Fig 5 RF is fed into the Main Line (the 
heavier) from the left side and a load on 
the right side is absorbing the signal (in 
the attenuator) more or less. 


If the attenuator is set to 20 or 30dB, the 
absorption is near total, making a near 
perfect load, no matter what is on the far 
side. 
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Fig 4: The dual Mini Circuits PDC-10-1 Directional Couplers. 


If it is set to 10dB, there is a reflection, 
“Return Loss”, of twice —10dB, 20dB 
Return Loss. This is still a good match 
but a decent SWR meter should pick it 
up; 1:1.222. The remaining, small, reflec- 
tion can be rotated with one of the LC 
circuits after the attenuator and the read- 
ing on the meter should not move!. Either 
a series or a parallel circuit will give the 
rotation of the reflection through 360°. 


The coupled lines are also the basis for a 
directional coupler. A short line runs for 
a 2 wave or so in parallel with the main 
line. This couples the short line both 
capacitively and inductively to the 
“main” line. A lesser signal, the “Cou- 
pled Signal” is developed in this short 
line. One end of the shorter line is 
terminated with the characteristic imped- 
ance of this smaller line, not necessarily 
50Q. If the line is a piece of thin wire, it 
may well be 100Q. The other end of this 
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line is the Coupled RF output, where the 
coupled signal can be detected. If two 
such coupled lines are laid next to the 
“main” line, in opposite directions, a “Bi- 
Directional Coupler” is formed and an 
SWR meter can easily be built. 


In SWR meters, these thin lines probably 
have a higher impedance than 50Q. This 
does not matter; it may actually be an 
advantage, as they usually are feeding 
crystal diode detectors. It may even be an 
advantage as the crystal detector imped- 
ance is more than 50Q! 


Professional Directional Couplers usually 
have coupled ports as close to 50Q as 
possible. They are then terminated with 
just a 50Q resistor at the far end. If you 
have any doubt about your couplers, just 
measure the termination of the coupled 
ports with a regular Ohmmeter! 


Referring to Fig 5, and 6, the coupling 
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Fig 5: The SWR meter with a test load. 


section is the parallel lines. The coupled 
line is usually made of a thinner conduc- 
tor. 


The capacitive coupling between them is 
indicated by the small capacitors between 
the lines. The magnetic coupling is indi- 
cated by the dotted ellipses encircling 
both lines. The terminations of these 
lines determine the direction of the waves 
coupling to the sidelines. The coupled 
energy is directed away from the termi- 
nations. There can be one on each side of 
the main line, or two after each other. 
The coupled line must be terminated with 
it’s own characteristic impedance, Z, 
(often not 50Q) on one end and a 
detector on the other. For a plain wire Z 
is probably in the 100Q range. If we use 
a detector like AD8307 on the other end, 
life becomes beautiful! It has some 
1100Q input impedance, so it is easy to 
put it on the end of the line and a surface 
mount resistor in parallel! 


Lack of attention to the termination of 
these lines, 110Q or whatever they may 
be, is how the SWR detector, or bridge, 
can have different sensitivity to reflec- 
tions with different arguments! So this is 
where the method described becomes 
useful for trimming the terminations of 
these coupled lines for a good response. 
Vary the argument of the load, by tuning 
the C (easier than tuning the L) and 
adjust the pick-up line load for a constant 
reading at all arguments! Besides trim- 


ming the resistor value, there may have 
to be a small reactance added to either 
end of the line! 


The two, coupled, lines can each go to 
one detector and to meters where the 
SWR can be read out. 


5.0 
The Detector 


Traditionally, the detectors are Ge di- 
odes, such as 1N34. This works well for 
up to some 500MHz and at reasonable 
power levels, around a mW or so. Micro- 
wave couplers can use 1N21 or 1N23 up 
to 10GHz. A shortcoming, when used 
with low power levels and a when meas- 
uring a reasonably good match; the signal 
to the detector for reflected power will of 
course be very weak. If this signal goes 
below —50dBm the diode may not pro- 
duce a useable output. The difference 
between forward and reflected signals, as 
detected, will then begin to look as if the 
SWR is infinitely better than it is. 


Consider that the coupling to the detector 
line may be some —15 to —20dB, so the — 
50dBm to the diode may occur for 
signals with a level of —30dBm and 
reflected wave from a good load even at 
0dBm. 
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Nowadays we have the means to break 
with this tradition and limitation. The 
added complication is not serious: two 
logarithmic detectors for some $12 each. 
For example AD8307 up to 900MHz or 
AD8313 working up to 2.4GHz. A small, 
stabilised, supply with a +5V regulator 
(78L05 or similar) is needed for the log 
detectors. The great advantage with these 
detectors in that their outputs are DC and 
proportional to the logarithm of the RF 
signal amplitude. The reward is a direct 
reading of RL from the difference be- 
tween these two signals! 


Therefore, the difference in DC output 
from the detectors is greatly independent 
of the RF level of the “main” signal level 
over a wide range! Another great advan- 
tage is that these detectors are more 
sensitive by far than the best diode 
detector, typically registering —70dBm, 
even up to 2.4GHz. In addition, they are 
frequency independent, better than the 
usual diode can ever be! 


A simple, non-stabilized, +12 or 15V 
supply can drive a couple of OP amps or 
even better: an Instrumentation Ampli- 
fier, subtracting the two DC voltages 
from the detectors, providing a direct 
reading RL meter, in dB! The positive 
side of the 12 - 15V can supply the 
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78L05 regulator as well. 


If we use the logarithmic detectors in our 
SWR meter, a total reflection will of 
course result in equal DC signal on both 
outputs! A case of SWR = 1.0:1 or RL = 
OdB. 


The directivity of a directional coupler is 
finite AND will ultimately play it’s part. 
Even with a perfect load, when the 
reverse directional coupler should regis- 
ter nothing, it may provide a small signal 
in error. The termination that will result 
in no signal from the coupler may be a 
slight mismatch. If the coupler is speci- 
fied as having 30dB directivity, then that 
(-30dB) may be the worst case of a 
mismatch that cannot be detected 


In Fig 7 the AD8307 or AD8313 detec- 
tors, in the small package, connected to a 
pickup loop along the main line. It is 
terminated with a resistor (100Q) at the 
left end. Both inputs have DC blocking 
capacitors on their pins. The inputs are 
DC biased internally, using the differen- 
tial inputs in a single mode. With two 
such lines and detectors, one on each 
side, the ratio between the signals can be 
calculated and the actual RL can be 
displayed directly. SWR you may have to 
look up in a conversion table or calculate. 
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Fig 7: A coupled line and its detector. 


These days RL is a more relevant meas- 
ure of mismatch than SWR. 


Using my 30 year old PDC-10-1 Mini- 
Circuits Directional Coupler and a signal 
generator with 10mV output I made the 
plot shown in Fig 8. 


The bump at 35dB RL is certainly my 
mistake during the measurements, and 
not the response of the logarithmic detec- 
tor AD8307, here operating at 80MHz. 
We see an excellent linearity of the 
response all the way down to a RL of 
50dB! Remember that this is done with 


RL (dB) 


30 


Fig 8: The beautiful performance of the RL meter! 
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Fig 9: The circuit 
used in the Mini 


IN | Se OUT 
Sle 70 


2 x 100 SM. 
l 


10mV from a signal generator! This is 
not a measurement to be relied on as a 
measurement of RL. It is maybe fortu- 
nate that it looks so good! Experience 
with a meter that you build will reveal 
how useful it is for very small returns. So 
a log detector certainly has a place in the 
future reflectometers! 


As a matter in fact, if the RF power is 
kept constant, the forward coupler and 
detector can be replaced with a small 
potentiometer. In my case I got 1.8V dc 
from the detector with the load removed 
(RL = 0) for a total reflection. The 5V 
stabilized supply can drive a trimmer 
potentiometer of a k or so. The load is 
removed, making the reflected signal 
maximum and the trimmer is set to 
balance the output of the log det on the 
reflected signal coupler. The reading of 
the difference is possible with an Instru- 
mentation Amplifier and the meter can be 
calibrated in dB RL directly. At OdB RL 
the difference is zero so the meter can 
start on the left end and go as far as one 
wants to go on one range, but it seems to 
me that 0 — 50 (or - 60) dB is nice and 
would agree with many meter dials. 


This is a very large range, one that 
probably exceeds the directivity of the 
coupler. 0 - 40dB would satisfy, and 
probably exceed, most needs and the 
capacity of the coupler. 
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Circuit directional 
coupler. This is the 
circuit that I 
remember from 
some 30 years ago. 


I cannot find my notes about the type of 
Directional Couplers that Mini Circuit 
use. I even built some about 30 years ago 
and I had them on my finger tips. That 
was then! 


Fig 9 shows what I remember, they were 
two transformers, usually one “binocu- 
lar” ferrite core, sensing the current and 
voltage of the through line. The voltage 
was transformed into a current and the 
current was transformed into a voltage. 
These currents and voltages, and a 500 
resistor (the 100Q resistors shown in 
parallel making a good 50Q resistor), 
formed the coupled port. Therefore these 
couplers can be made to have a wide 
bandwidth, whereas coupled lines, as in 
Fig 5. have a “sweet range” where the 
lines are about 4 wavelength long. 


The author wishes to thank Mr José 
Geraldo Chiquito for his very valuable 
suggestions and help with keeping my 
scattered thoughts and ideas on a line, 
straight enough to merit, and perhaps 
deserve publication. Any remaining er- 
rors are in spite of his efforts. 
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Gunthard Kraus, DG8&GB 


Possibilities and limits of circuit 
simulation for radio amateurs 


Revised version of the lecture to the UKW 


conference 2009 in Bensheim 


1.0 


Sense and purpose of circuit 
simulation 


Everyone who has already developed 
circuits knows the questions that torment 
those who do this work: 


e How do I find out how the circuit 
functions? 


e How do I create the data required? 
e Will I find the optimum? 


e What things that I have not consid- 
ered could affect the results? 


e Will the circuit work “cleanly” with- 
out oscillating? 


e Do component and manufacturing 
tolerances affect the results? 


e Do I have alternatives if the solution 
chosen leads to a dead end? 


e etc. 


Circuit simulation can answer most of 
these questions before a prototype is 
manufactured or a soldering iron is 
touched. However exact knowledge of 
the desired circuit behaviour is absolutely 
necessary. Working with the simulation 
as well as any changes are ALWAYS the 
responsibility of the developer 


e no program can replace your special- 
ised knowledge (even if the adver- 
tisement suggests otherwise). 


The use of circuit simulation always 
means precious work time is saved. Also 
alternative ideas can be examined 
quickly or a prototype can be optimised. 


2.0 


The different types of simulator 
program 


The differences are: 


e Simulators that work in the time 
Domain. These are in principle all 
SPICE and PSPICE programs. 
“SPICE” stands for Simulation Pro- 
gram with Integrated Circuit Empha- 
sis and “PSPICE” is simply SPICE 
for the PC. 


They provide all the information 
about stability and starting behaviour. 
The response to signals with arbitrary 
waveforms is determined by splitting 
the signal behaviour into very short, 
but practically linear sections. Addi- 
tionally all nonlinearities in the cir- 
cuit are identified. 
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Fig 1: This is how it looks: a screen without complications, only with the circuit 
and the necessary text inputs (Properties, Controls and Commands). 


1 


Other options are the AC-Sweep 
(wobulator to determine the fre- 
quency response), noise simulation 
and the FFT (Fast Fourier transfor- 
mation) for the analysis of a signal in 
the frequency domain (spectral repre- 
sentation). Thus they offer the most 
comprehensive possibilities, but the 
simulation accuracy always depends 
on the quality of the SPICE models. 
These are supplied with the software 
or by the component manufacturers. 
In reality they specify exactly how 
the simulation and reality will agree. 


Simulators that work in the frequency 
domain, these often use S-Parameters 
(some also convert Y-Parameters to 
S-Parameters). So vector network 
analysers can be used to check the 
simulation or to gain the necessary 
component properties for the simula- 
tion itself. This achieves a good 
agreement between simulation and 
prototype. A disadvantage with this 
in the RF and microwave area (to 
over 100GHz) is that it is principally 
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a linear simulation (a small signal 
system). Information about distortion 
with large signals is usually only 
available with cheats that the pro- 
gram may offer (e.g. using harmonic 
balance) and these are normally se- 
crets of the software vendors. 


EM simulators use the distribution 
and the relationships of the electrical 
and magnetic fields around “struc- 
tures” for analysis. They can be di- 
vided in two groups: 


For things with surfaces (Patch an- 
tennas, couplers, stripline filters etc.) 
The complete structures are divided 
into very small rectangular or trian- 
gular “cells”. The individual fields 
for each cell are computed and finally 
all added together. 


For wire antennas (or similar wire 
objects) these are known as “NEC”. 
The structure is also divided into 
small elements, in this case short 
pieces of wire with linear current and 
power distribution. These elements 
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Fig 2: The result of the simulation. Additionally to the circuit the desired 
signal is shown when the measuring point is clicked. 


can be examined more easily to cal- 
culate the total behaviour of the 
arrangement by addition of all indi- 
vidual calculations. 


3.0 


SPICE simulation for the radio 
amateur 


The situation is very much relaxed be- 
cause the restriction “for the amateur” 
usually means reduced price. It is not a 
problem to spend €50,000 on simulation 
software, these are enormous machines 
that can be used to design the associated 
printed circuit board and examine the 
EMV behaviour etc. For the private 
person money is replaced by time. In 
practice that means a reduction of com- 
fort as well as a separating the simulation 
from the PCB CAD. There are already 
affordable solutions for PCB design that 


include EMV simulation and also a sim- 
ple SPICE simulation (e.g. Target). 


The large SPICE software manufacturers 
always supply free demonstration ver- 
sions of their products, but these make 
you grind your teeth in the middle of a 
simulation with a message like: “all 
components used” or “MEMORY re- 
stricted in this version”. Above all be- 
cause, unfortunately, the design started 
can never be transferred to a more com- 
plex (and more expensive) program vari- 
ant. 


A program for amateur purposes (or 
training purposes!) should have the fol- 
lowing features: 


e Little or no cost 


e No restrictions or limitations, thus 
fully functional 


e An easy import of new component 
models from the Internet 


e A good user group removing the 
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Fig 3: The simulation of S-parameters requires a different spice directive and a 


new simulation command. 


dependency on expensive support for 
questions or problems solving 


Fortunately the company Linear Tech- 
nologies has made a free version of their 
PSPICE software LTSpice IV available 
to engineers on their homepage [1]. 
There is no problem to download the 
software, even the registration before 
download can be refused. Importing new 
models from the Internet is problem free 
and there is an easy to use symbol editor. 


The only drawback in using the software 
is that it has a very simple user interface 
and it takes some time to become famil- 
iar with the mixture of keyboard and 
mouse commands required. 


Note: there is a Tutorial (in German or 
English) for this program on my 
homepage [2] that can be downloaded 
free of charge. It contains an extensive 
collection at practical projects for train- 
ing. 
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The use of LTSpice will be demonstrated 
using the example of an 110MHz Tsche- 
byschef low pass filter for a characteristic 
impedance of 50Q driven with a 25MHz 
square wave signal. The screen shown in 
Fig 1 is produced. 


Beside the circuit there is the facility to 
include additional text lines this requires 
some explanation: 


The line “Pulse...” below the circuit 
defines a square wave signal with Vmin 
= OV and Vmax = 1V. The rise and fall 
times are 0.01ns with a pulse length of 
20ns and a period of 40ns. The signal 
begins immediately at the time t = 0s. 


The line “tran... “ defines the time 
period, in the time domain, that will be 
simulated. The time period is 0 to 150ns 
that will be divided into maximum 0.2ns 
time steps. 


After the simulation is started the screen 
is divided and an empty result diagram 
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appears for the simulation (Fig 2). Click- 
ing the mouse on the point of interest in 
the circuit immediately displays a dia- 
gram of the signal at that point (from the 
initially starting point of the circuit). 
Using different mouse clicks and sub- 
menus the result can be adjusted until the 
desired results are achieved (e.g. several 
diagrams, different values or different 
colours for the curves...). 


For an S-Parameter simulation the inter- 
nal resistance of the source (50Q) must 
be set in the “Property” menu and an AC 
Sweep programmed with a SPICE simu- 
lation COMMAND (Wobulator from 
1Hz to 200MHz with 201 points per 
decade, decade sweep). The Spice direc- 
tive “net I (R1) V1” specifies an S- 
Parameters display. The final result is 
shown in Fig 3. 


4.0 


S-Parameter simulation for the 
radio amateur 


4.1. Some basic information about S- 
Parameters 


System descriptions and computation 
start from approximately 1MHz upwards 
with the highest frequencies (today more 
than 100GHz) easily measured. These 
require a completely different model: 


Everywhere in the system the same sys- 
tem resistance is used (usually 75Q for 
entertainment electronics or video tech- 
nology and 50Q for most other areas). 
This defines the internal resistance of the 
signal sources, the output resistance of 
the modules used, the characteristic im- 
pedance of all cable connections and all 
terminating resistors. 


om 


The principle of this technique is perfect 
power matching (Ri = Ra) everywhere in 
the system. 


Using suitable measuring instruments 
(directional couplers) the deviations of 
the ideal resistance are measured at the 
input and output (technical term: “Ports’’) 
to calculate the “reflection factors” (S- 
Parameters S11 and S22). 


The power output can be calculated from 
the input power multiplied by the “for- 
ward transmission factor” (S-Parameter 
S21). 


The effect of a component from the 
output back to the input is the “reverse 
transmission factor” (S-Parameter S12). 


A complete system has many compo- 
nents connected in line. Using suitable 
software the total behaviour can be easily 
determined. 


4.2. Using PUFF 


This well-known DOS program available 
from [9] is probably the standard pro- 
gram used by radio amateurs for nearly 
20 years and has not retired yet. It is low 
priced, has minimum memory require- 
ments, high stability and simulation accu- 
racy. It is simple to operate using key 
commands with the most important basic 
models available. Clear screen layout 
makes it the RF pocket calculator for the 
developer making it easy to quickly test 
new ideas. In addition it has been up- 
graded again and again and even made 
compatible with Windows XP. 


Note: my homepage [2] contains all 
documents required and help (including a 
detailed list of the control commands 
with explanations and a guidance plus a 
“PUFF _XP-Servicepack” for trouble free 
operation under Windows-XP - sorry but 
only in German. 


The complete PUFF simulation of the 
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110MHz low pass filter is shown in Fig 
4: 


The screen shows component input, re- 
sults by Smith Chart or graph, PCB 
layout and most importantly the material 
data. 


The disadvantages are not too bad: both 
input and output of diagrams is dated 
(particularly expressions). Using PCX 
output for diagrams and screen shots 
helps. Important models for failure areas 
are missing e.g. for micro strip lines etc. 
It has not been changed for Windows 
Vista. Nevertheless for fast testing of an 
idea, the speed and operation are unbeat- 
able with the same accuracy as large 
expensive simulators. The restrictions 
must simply be accepted. 


4.3. ANSOFT Designer SV 


This uses the most modern simulation 
techniques. It is one of the best Windows 
programs with all conceivable facilities. 
Hundreds of components and failure area 
models cover all conceivable applications 
up to waveguide. An integrated filter 
calculator saves the search for a suitable 
external filter calculation program. The 
complete linear simulation of the expen- 
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Fig 4: The Puff 
screen showing the 
"material data 
entered and the 
simulation results 
faientered on the 
same page. 


6.208 


sive ANSOFT product is included with- 
out restrictions for study purposes in the 
Student Version (SV), it is free of charge 
and can be downloaded from [4]. 


This is a well thought out marketing 
strategy; if students learn to know and 
love such a program they will want to use 
the same with greater security in a later 
job. Thus the limitations are set accu- 
rately where it would cause problems to a 
company that tries to use it secretly. The 
direct creation of a draft PCB is missing, 
the very good, and patented, nonlinear 
simulator is missing and the automatic 
optimiser is restricted. 


However this is ideal for amateur radio 
use but I have some nostalgia for PUFF. 
A complex program such as ANSOFT 
Designer SV with so many fascinating 
possibilities clearly requires more train- 
ing and operator effort. The input and 
simulation are separate and some work is 
needed to produce the output required. 
There is nothing that cannot be shown; 
there are stability values, S-Parameter, 
noise figures etc.... 


Note: an extensive Tutorial (in German 
or English) can be downloaded free of 
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Fig 5: The input screen for an ANSOFT project, the designer must spend time 


producing this data. 


charge from my homepage [2]. It con- 
tains many a projects with active or 
passive components. The first part of a 
project is shown in Fig 5 i.e. the input of 
the circuit for the simulation. A screen 
display of S11 and S22 in graph form as 
shown in Fig 6 can be displayed if 
required after the simulation under “Re- 
sults” 


@Y Ansof Designer S¥ - [x7 Plot 1 

Fle Edt Wiew Project Repot2D Crout Tock ‘Windom Heb 
O | 
tk 


Gh Go DARe RS 


Rex s 


Anwott Corporation 


5.0 


EM simulation for the radio 
amateur 


5.1. Simulation of flat structures with 
SONNET Lite 


The comments about the good marketing 


XY Phe 4 
Cree 


XY: 110.36MHz 0.84 


Fig 6: The results after simulation shown after choosing the required display. 
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Cell Size 


Box Size 


Num. Cells 


Set Box Size with Mouse | 
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Covers j 
Top Metal 


Free Space | 


Bottom Metal 


Copper hd 


simulation is 
correct definition 
of the box 
characteristics. 


Symmetry 


Current Units: 


mm 


0K | Apply Cancel | 


strategy by ANSOFT also apply to the 
Sonnet Company. With this program a 
definite limitation is made for the maxi- 
mum useable storage, that gives some- 
what greater inaccuracies in the final 
result of the simulation but these are still 
quite acceptable. 


The following applies: 


e If you just download the free pro- 
gram and install it you get 1Mb of 
storage. 


e If you register on line after installa- 
tion and request a free licence you 
can suddenly use 16Mb. 


Since improvements in the simulator are 
incorporated in the Lite version it be- 
comes more efficient saving on the use of 
storage. 


Training for this subject is clearly more 
difficult than for PSPICE or PUFF. It can 
be done by specifying the surfaces, the 
individual cells sizes and the different 
materials used. Then the signal injection 
must be made correctly. Again and again 
the storage used must be controlled. 


Note: There is a list of my publications in 
UKW Berichte (The German version of 
VHF Communications Magazine — gen- 
erally all articles published in UKW 
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Estimate Memory 


Help 


Berichte appear 2 issues later in VHF 
Communications Magazine, if you can- 
not find an article there is a full index for 
VHF Communications Magazine on the 
web site [9]) on my homepage [2]. 


An interesting program, SONNET Lite 
9.51 was published in VHF Communica- 
tions Magazine issue 3/2004. It contains 
exact instructions for using the program 
and two different patch antenna simula- 
tion sample applications. This guidance 
can still be used for the most modern 
program version. 


For training and assistance with problems 
there are a great many examples, applica- 
tion notes and tips on the homepage [5], 
the FAQ section is really first class, or on 
the Internet. 


Generally everything is great, but one 
thing does cause pain; the simulation of 
the radiation patterns as well as the 
antenna gain computation are intention- 
ally missing. Unfortunate... 


As an example the simulation of a square 
patch antenna made from FR4 material 
for the frequency f = 435MHz will be 
used. The input impedance of the antenna 
is determined relative to the patch edges. 
The following must be considered: 
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[asteh_pi.son] 
0 crest 


Seerce rake tnd 
5) PSTIG IRIS Sle) eafzafo =) FES) [aa] (] 


ala x] 


-# Fig 8: The 
+antennas structure 


Patch 168mm x 168mm 


Box 900mm x 900mm —» 


Feeding port No 1 using a Via 


designed with a 
feed port Using a 
Via all inside the 
box. 


SONNET is only an analyser and NOT a 
design program. It only tests the finished 
ideas of the user. 


Thus the basic design of the antenna 
must be produced e.g. with the free DOS 
program “patchl6” that can be found 
easy on the Internet (enter “patch16.zip” 
into a search engine). It is excellent 
because it is simple and easy to use. An 
A4 (210mm x 297mm) double-sided cop- 
per clad FR4 laminate board 1.52mm 
(0.06 inch) thick is used. The dielectric 
constant is 4.35 and the dissipation factor 
tand is 0.01. The Patch program gives 
6.6linch x 6.6linch = 168mm x 168mm 
as antenna dimensions to be taken for- 
ward to SONNET for simulation. 


The PCB material is entered with the 
metals involved and “the box” data as 
shown in Fig 7. SONNET uses a rectan- 
gular box, with the PCB to be analysed 
inside, as basis of the simulation. The 
field distribution in such a box is well 
known and calculable. The user must 
program the details. 


The first step is to enter the box dimen- 
sions (with half a wavelength distance 
between the structure to be examined and 
the walls in each direction). The length 
and width as well as the number of cells 
that the structure is divide into must be 
specified. The cell width or length may 


not be more than 5% of the wavelength 
otherwise the accuracy suffers. It should 
not be much less as 1% for the same 
reason. The optimum is between | and 
2%. 


The screen shown in Fig 8 is the SON- 
NET screen after completion of the input 
work; it should then be stored under a 
suitable name. 


Next the sweep frequency range is pro- 
grammed - here a reasonable setting is 
400 to 500MHz. Now the simulation can 
start but as usual with large programs 
there is NOTHING to see. Programming 
the presentation of the results has its own 
procedure (View Response/Add to graph) 
and produces the screen shown in Fig 9. 


The resonant frequency of the antenna 
can be seen easily and is still approxi- 
mately 7MHz too low. But it cannot be 
seen from this presentation if the input 
impedance (made up from the parallel 
connection of the resonant element, the 
radiation resistance and the losses of the 
PCB material) is larger or smaller than 
50Q. A Smith Chart is required and there 
is a button “graph” in the menu border 
for this purpose. When this is selected 
there is a question; “Cartesian” or 
“Smith”, the remainder is automatic. 


The actual input impedance is not shown 
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°* emgraph 12.53-Lite -[patch_O1.sen) 
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in Fig 10; it takes some of work to We have to use the reflection factor r 

determine from the input impedance at (“Mag”) of approximately +0.128. The 

the feed point: following operation is performed using 
pocket calculator: 


"F emgraph 12.53-Lite - [pateh_O1.san] 


Graph button) a 


a =. 


Insert: Mag=0.128 / Phase=11.11 for 428MHz 


Fig 10: The Smith Chart is indispensable to calculate the exact input 
impedance - see text. 
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Fel E2ZNEC Demo v. 5.0 


=/5)X!/Fig 11: The input 
form of EZNEC 


File Edit Options Outputs Setups Yiew Utilities Help 


OIPOLE1.EZ 
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Ant Notes: im 

1 Wite, 11 segments 
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View Ant 


Zero 
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Azimuth 
0 Deg. 

1 Deg. 
O dBi 

75 ohms 


1+0.128 


R, =50Q. . 
my 1-0.128 


= 64.670 


To see the pure radiation resistance at the 
patch edges the simulation must be re- 
peated with the PCB losses set to zero 
and the metal losses set to “lossless”. 
Only then is the radiation lossless. 


The great thing is that experience shows 
that the simulation agrees quite exactly 
with the results of measurement made on 
a prototype. The resonant frequency is 
always somewhat high (usually between 
1 and 3%), that is unfortunately typical 
for all EM simulators. 


But this isn't a serious problem: manufac- 
turing a sample PCB determines the 
deviation from the desired value and 
dimensions are corrected using a pocket 
calculator. If the dimensions are larger 
this results in a larger wavelength and 
therefore a lower frequency. 


We can only wait and hope for the 
calculation of the radiation patterns for 
the antenna... 


Dipole in free space 


will automatically 
load the last design 
that can just be re- 
worked. 


5.2. Simulation of wire antennas with 
NEC 


The Lawrence Livermore laboratory de- 
veloped a simulation method for wire 
antennas called NEC (Numerical Electric 
Code) in 1981 for the Navy. The antenna 
is divided into very short pieces = “seg- 
ments”, where the current and the voltage 
change is (nearly) linear (see SPICE). 
Thus amazingly exact simulation can be 
accomplished. 


The standard used in a great many free 
application software packages is NEC2. 


The development continued and the 
weaknesses of NEC2 e.g. wrong compu- 
tation of structures close to or crossing 
wires buried in the soil were corrected by 
NEC4, but: 


NEC4 was, until recently, not available 
and was considered in former times as 
secret. Today it is available outside of the 
USA but costs a lot of money (normally 
between $2,000 and $4,000). 


The private individual (small purse) must 


be content with NEC2 and the only 
problem is the choice from the selection 
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-|Fig 12: The 


antenna view 


iistart] emecten x 5.0 __|[% view Antennae Dipole Font ton Fro 


available on the Internet. It is reasonable 
to select something that: 


e Is already in common use 

e Has good input and output facilities 
e Has an easy to understand output 

e Is regularly and well maintained 


e Gives Near and Far Field simula- 
tions 


e Has many examples, help and sup- 
port on a forum. 


e Has a good manual and help 
e Does not cost too much 


For these reasons many radio amateurs 
and antenna developers have used 
EZNEC by Roy Lewallen, [8] for years. 
It has a fair current price of $89 with 
direct Download and payment by credit 
card. 


Fig 11 shows a view of the operator 
interface of the newest version 5.0. The 
data is for a simple 299.793MHz half- 
wave dipole that is one of the examples 
supplied. This only shows a row of 
buttons and screen with input lines. The 
reason for this is: 


EZNEC does not use the philosophy that 
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shows an empty sheet when starting, but 
always shows the last loaded example. 
Simply retrieve a suitable antenna from 
the archives and change the appropriate 
lines of the menu. For investigation your 
own antennas you should collect a large 
supply of different simulated antenna 
types. This proceeding is somewhat dif- 
ferently, i.e. re-engineering, but it is not 
bad. 


Fig 12 shows the screen after clicking on 
“View Antenna “. The antenna wires are 
shown in a coordinate system arranged in 
moveable segments using the controls 
located on left of the screen. 


Clicking on “FF Plot” (FF stands for Far 
Field) produces the radiation pattern (Fig 
13), the cursor can be used to read off the 
curve. A different elevation view can be 
selected under “Setups” in the main 
menu, there is even the even the option 
“Near Field”. 


Tip: For those who would like to see the 
radiation pattern in 3D and in colour, get 
yourself the program “4nec2” from the 
Internet. 
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isi, 2D Plot: Dipole in free space 
File Edit Yiew Options Reset 
Total Field 


Azimuth Plot 
Elevation Angle 
Outer Ring 


0,0 deg. 
2,16 dBi 


Slice Max Gain 
Front/Side 
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2,16 dBi @ Az Angle = 0,0 deg. 
99,99 dB 

77 4 deg, -3dB @ 321 3, 38,7 deg. 
2,16 dBi @ Az Angle = 190.0 deg. 
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6.0 


Other antenna simulators 


On the Internet there are antenna simula- 
tion programs that work with approxima- 
tion formulae. The program “patch16” 
has already been mentioned in the SON- 
NET chapter, but there is a DOS program 
on the Web that can show the dimensions 
of many types of antenna (wire and patch 
antennas, log periodic antennas, antennas 
with parabolic reflectors and horn anten- 
nas) on the screen by entering the re- 
quested data. This free “Jack of all 
trades” is called “pcaad21.zip” and even 
as a DOS version does not loose its 
attraction. 


Now have much fun and success with the 
design of your own projects and simula- 
tions. But also use the programs for error 
analysis, fine tuning and finishing devel- 
opment work. 


Cursor Az 
Gain 


-|6) x|/Fig 13: The 
simulated 
horizontal Far 
Field diagram for 
the antenna. 


EZNEC Demo 


299,793 MHz 


0,0 deg. 
2,16 dBi 
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John’s Mechanical Gem No. 7, 
Antenna element holders 


The writer has an old 2m Yagi that 
was made by the defunct KLM Com- 
pany. Over the years the UV has 
broken down the plastic parts and 
with strong winds and large birds 
sitting on the ends of the elements 
some had broken. Trying to epoxy the 
parts back together was not successful 
and some pieces had gone missing. 
The elements are all 3/8-inch diameter 
alloy tubing (10mm) and the driven 
element consists of 4-elements fed in a 
Log Cell to give wider bandwidth. The 
antenna basically needed 4 new driven 
element insulators and 4 other for the 
other directors. Several of the director 
elements were broken and these were 
replaced with new elements using the 
old pieces as a pattern. Pictures of the 
original element holders are shown in 
Fig 1 & 2. 


Fig 1: Element insulators for the 
KLM Yagi. The driven elements use 
the larger insulators 
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1.0 


Making new element holders 


It was decided to make the insulators 
from wood and a piece of hardwood 
(meranti) was obtained. This was 20mm 
square and matched the width of the 
original insulators. The first task was to 
carefully measure the two original insula- 
tors and make a sketch of the critical 
dimensions. On the driven elements the 
spacing between the two inner ends of 
the dipoles was found to be 50mm. The 
boom consisted of 1-1/2-inch tube 
(38mm) diameter. The various steps to 
make the new insulators are described 
below. 


e Pieces of wood were cut to length, 
allowing a little over length for 


Fig 2: Another view of the element 
insulators. The top insulator is banana 
shaped due to UV exposure. 
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final trimming to size. 


e An angle plate was set up on the 


Fig 3: Machining 
the semicircular 
element cutouts. 


table of the milling machine so it 
was square to the table. This angle 


Fig 4: Machining 
the boom cutout in 


edges of the angle 
plate allow simple 
jalignment so 
everything is 
square. 
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plate is used for all the machining 
operations with the wood clamped 
to it using G-clamps. 


The centre hole through which the 
securing screw to the boom passes 
was marked and drilled in each 
piece. The pieces of wood were 
next clamped onto the angle plate 
and the first machining operation 
set up. This was the semicircular 
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Fig 5: Machining 
the 10mm wide slot 
for the director 
insulators. 


cutout in the ends of the driven 
element insulator. These were 
5mm deep in the wood so half the 
element stood above the insulator 
so the feed zigzag transmission 
lines could be attached. 


The angle plate edge is used to line up 
with the edge of the wood ensuring the 
wood is truly vertical. The cutter being 
used is a 10mm diameter 4-flute slot 


Fig 6: Completed 
element insulators 
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drill. An alternative could be made from 
a short 10mm drill by grinding the end 
off square to form a routing cutter, or a 
wood routing cutter could be purchased. 


The second phase cuts the boom-locating 
cutout in the bottom of the insulator. 
This is done using a 38mm hole-saw with 
the wood clamped to the angle plate. 
The pilot drill of the hole saw is lined up 
with the insulator mounting hole to en- 
sure the insulator lies in the correct plane 
when fastened to the boom. 


The element fixing holes are jig drilled 
using the original insulator as a pattern. 


The second set of element insulators are 
made in a similar manner. Instead of 
cutting a rounded channel for the element 
tube, for which a round nose cutter would 
be needed, the 10mm slot drill was used 
to form a square slot along the wood 
5mm deep. When this was completed the 
piece of wood was turned over and the 
38mm hole saw used to form the boom- 
locating cut out. 


After all the machining was completed 
the pieces of wood were cut to the final 
length and sanded to remove any burrs. 


The insulators were soaked in a wood 
preservative over night to seal the pores 


ao 


Fig 7: The repaired 
Yagi. 


of the wood and left to dry in the sun. 
They were then given two coats of yacht 
spar polyurethane varnish to protect them 
from the weather. 


Reassembly was straightforward and all 
joints were cleaned with Scotchbrite™ 
cloth before tightening the screws. When 
assembled all the joints and nuts/screws 
were liberally coated with yacht spar 
polyurethane varnish to protect them 
from the weather. 
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Internet Treasure Trove 


EME 


The abbreviation means Earth Moon 
Earth it is a specialist part of our hobby; 
QSOs with the moon as reflector. 
Everything concerned has to be at the 
forefront of technology and_ technical 
know-how because the transmitter 
powers are limited not much signal 
arrives at the receiving antenna or the 
following LNA. This homepage presents 
the current state of the art information to 
give an idea of the requirement including 
the financial ones needed to succeed. 


Address: 
http://www.hb9bbd.ch/index.php3 


SETI 


Another exotic abbreviation that stands 
for: Searching for Extraterrestrial 
Intelligence. This web site has all the 
information about the many interesting 
spin aspects; this is sometimes at the 
edge of physical technology. 


Address: http://setiathome.berkeley.edu/ 
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Noise Figure Measurements 


For those who art interested in or develop 
low noise amplifiers the Central States 
VHF Society has a legue table of the best 
results achieved each year. It shows what 
other amateurs have achieved so that you 
can see how your efforts compare. 
Studying the lists will cause the genuine 
developer to think about their own 
projects. 


Address: 
http://www.csvhfs.org/csvhfnf-html 


Microwaves101 


For anyone who does not understand a 
term then this encyclopaedia is the place 
to look for the answer. There are many 
things to discover. 


Address: 
http://www.microwaves101.com/ 
encyclopedia/index.cfm 


EZNEC Model files 


EZNEC is a simulation program for wire 
antenna simulation in the frequency 
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range up to 1GHz. It can save many 
unnecessary prototypes and tests. The 
program does not give complete building 
and assembly instruction, but the 
simulation results are so good that 
usually only fine adjustments are 
necessary. EZNEC is a good low cost 
entry into simulation. To save re- 
inventing the wheel it is a good idea to 
look at finished projects. This helps to 
learn how the software works and 
secondly and existing project can be 
adapted. Here is a source of such small 
project. 


Address: http://www.cal-av.com/ 
2d-40-models.html 


Also this site has an interesting offer at 
the end to download an antenna 
collection: 


http://www.voacap.com/antennas/ 
squeezing-decibels-out-of-dipole/ 


ADIsimRF 


This is a free program from Analog 
Devices that sounds very mysterious. It 
enables various components (filters, 
mixers, amplifiers...) to be connected in 
cascade to form a complete system. The 
program can then simulate the overall 
gain, the noise figure, IP3, Pldb etc. To 
use the program you must be registered. 


Address: 
http://forms.analog.com/form_pages/ 
rfcomms/adisimrf.asp?ref=ASCPR-066 


Direct Conversion of Receivers 


This is an interesting technology that 
demands high demands on design and 
construction. It is always interesting to 
study and see the solutions that other 
people have achieved. Here are several 
interesting examples: 


Address: 
http://kd1jv.qrpradio.com/dcrx/ 
derx.HTM 


http://www.arrlL.org/tis/info/pdf/ 
9208019.pdf 


http://www.qsl.net/ik2p1i/If/derx 136.htm 


http://www.njqrp.org/sop/ 
schematic%20rev%20b.html 


Note: Owing to the fact that Internet 
content changes very fast, it is not always 
possible to list the most recent 
developments. We therefore apologise 
for any inconvenience if Internet 
addresses are no longer accessible or 
have recently been altered by the 
operators in question. 


We wish to point out that neither the 
compiler nor the publisher has any 
liability for the correctness of any details 
listed or for the contents of the sites 
referred to! 
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New for 2009 
| Back issues on DVD 


For a number of years the back 

issues that are not available as 

real magazines have been avail- 

able as photocopies. All issues 

for the 1970s (including 1969), 

1980s and 1990s have now 

been scanned and stored as pdf 

files. The magazines have been 

opened up and scanned as A4 

\ pages containing two A5 maga- 
MOBILE) : zine pages. All pages for a 

2) comMUNICATIONS FJ magazine have been stored in a 
ENE rs ‘ pdf file that can be accessed 
: using a pdf file reader, they are 

in image format not text format. 


ct gas a 
They can be printed double sides and folded to 
make a replica of the original magazine. 


Three DVDs are now available, each one contains a 
decade of magazines in pdf format. Each DVD is 
£20.00 - just 50p per magazine. The 1970s DVD 
contains all magazines from 1969 - 1979 (44 
magazines) and the 1980s and 1990s DVDs contain 
40 magazines for the decade. The price includes 
postage in the UK and surface mail for overseas. 
The additional price for air mail postage is £0.60 for 
Europe and £1.00 outside Europe, 


To order: 


@ Use the order form on the web site - 
www.vhfcomm.co.uk 


aie . @ Send an order by fax or post stating 
VHF Communications Magazine the DVD required (1970s, 1980s or 
A decade of The 1970s 1990s) 


magazines (including 1969) . 
@ Send the correct amount via PayPal - 


vhfcomms@aol.com - stating the 
sonnetinon Mien biota Thay see Ad tose scam ls DVD required (1970s, 1980s, 1990s) 


"printed dob sed tey wll fn a roplca of he AS and your postal address 
magazine when collated and folded in half. 


191 


Publishers 


Editor 


VHF 
COMMUNICATIONS 


© KM 
PUBLICATIONS 


VHF 


A Publication for the Radio Amateur Worldwide 


Especially Covering VHF, UHF and Microwaves 


Volume No.41 


KM PUBLICATIONS, 
63 Ringwood Road, Luton, 
LU2 7BG, United Kingdom 


Tel: +44 (0) 1582 581051 
Fax: +44 (0) 1582 581051 


Email: 
andy@vhfcomm.co.uk 


Andy Barter G3ATD 


The international edition of the 
German publication UKW-Berichte 
is a quarterly amateur radio 
magazine, especially catering for 
the VHF/UHF/SHF technology. 

It is owned and published in the 
United Kingdom in Spring, 
Summer, Autumn and Winter by 
KM PUBLICATIONS. 


The 2009 subscription price is 
£21.20, or national equivalent. 
Individual copies are available at 
£5.30, or national equivalent each. 
Subscriptions should be addressed 
to the national representative shown 
in the next column. Orders for 
individual copies of the magazine , 
back issues, kits, binders, or any 
other enquiries should be addressed 
directly to the publishers. 


NOTICE: No guarantee is given 
that the circuits, plans and PCB 
designs published are free of 
intellectual property rights. 
Commercial supply of these designs 
without the agreement of the 
Author and Publisher is not 
allowed. Users should also take 
notice of all relevant laws and 
regulations when designing, 
constructing and operating radio 
devices. 


All rights reserved. Reprints, 
translations, or extracts only with 
the written approval of the 
publishers 


Translated using Translution 
translation software: 
www .translution.com 


Printed in the United Kingdom by: 


Printwize, 9 Stepfield, Witham, 
Essex, CM8 3BN, UK. 


Autumn 


Edition 2009-Q3 


COMMUNICATIONS 


AUSTRALIA - Mark Spooner c/o, W.LA SA/NT Division, GPO 


Box 1234, Adelaide, SA 500 


info@ukwberichte.com Web: 
LUTON, LU2 7BG, UK. Tel: +44 1582 58 


FRANCE - Christiane Miche 
France 


LU2 7BG, UK. Tel: +44 1582 581051. 
Fax: +44 1582 581051. Email: an 


LU2 7BG, UK. Tel: +44 1582 58 
Fax: +44 1582 581051. Email: an 


051. 


LU2 7BG, UK. Tel: +44 1582 58 
Fax: +44 1582 581051. Email: an 


051. 


NEW ZEALAND - KM PUBLICATIONS , 
LUTON, LU2 7BG, UK. Tel: +44 1582 58 
Fax: +44 1582 581051. Email: an 


Sweden. Tel: +46 705 164266; GSM: 0705 
email info@waveline.se 


SOUTH AFRICA - KM PUBLICATIONS , 


LUTON, LU2 7BG, UK. Tel: +44 1582 58 
Fax: +44 1582 58 


SWEDE 
Sweden. Tel: +46 705 164266; GSM: 0705 
email info@waveline.se 


LUTON, LU2 7BG, UK. Tel: +44 1582 58 
Fax: +44 1582 58 


Roa 
Fax: +44 


582 58 


594, Crestline, CA, 92325, USA, 


, Australia Tel/Fax 08 8261 1998 


BELGIUM - UKW-BERICHTE, POB 80, D-91081 BAIERSDORF, 
Germany. Tel: 09133 7798-0. Fax: 09133 779833. 
i www.ukwberichte.com 


Email: 


DENMARK - KM PUBLICATIONS , 63 Ringwood Road, 


1051. 


Fax: +44 1582 581051. Email: andy@vhfcomm.co.uk 
F5SM, Les Pillets, 89240 PARLY, 


Tel: (33) 03 86 44 06 91, email christiane.michel.sSsm@orange.fr 
FINLAND - KM PUBLICATIONS , 63 Ringwood Road, LUTON, 


ly@vhfcomm.co.uk 


GERMANY - UKW-BERICHTE, POB 80, D-91081 
BAIERSDORF, Germany. Tel: 09133 7798-0. Fax: 09133 779833. 
Email: info@ukwberichte.com Web: www.ukwberichte.com 


GREECE - KM PUBLICATIONS , 63 Ringwood Road, LUTON, 


ly@vhfcomm.co.uk 
HOLLAND - KM PUBLICATIONS , 63 Ringwood Road, LUTON, 


ly@vhfcomm.co.uk 


ITALY - R-F. Elettronica di Rota Franco, Via Dante 5 - 20030 
Senago, MI, Italy. Fax 0299 48 92 76 Tel. 02 99 48 75 15 
Email: info@rfmicrowave.it Web: www.rfmicrowave.it 


63 Ringwood Road, 
051. 


ly@vhfcomm.co.uk 
NORWAY - WAVELINE AB, Box 60224, S-2 


6 09 MALMO, 
6 42 66, 


63 Ringwood Road, 
051. 


051. Email: andy@vhfcomm.co.uk 


SPAIN & PORTUGAL - JULIO A. PRIETO ALONSO EA4CJ, 
Donoso Cortes 58 5° -B, MADRID 15, Spain. Tel: 543 83 84 


- WAVELINE AB, Box 60224, S-216 09 MALMO, 


6 42 66, 


SWITZERLAND - KM PUBLICATIONS , 63 Ringwood Road, 


051. 


051. Email: andy@vhfcomm.co.uk 


UNITED KINGDOM - KM PUBLICATIONS , 63 Ringwood 
, LUTON, LU2 7BG, UK. Tel: +44 1582 581051. 
051. Email: andy@vhfcomm.co.uk 


U.S.A. - ATVQ Magazine, Mike Collis, WA6SVT, P.O. Box 


Tel: (909) 338-6887, email: wa6svt@atvquarterly.com 


ELSEWHERE - KM PUBLICATIONS, address as for the U.K. 


Web: http://www.vhfcomm.co.uk 


ISSN 0177- 


7505 


JANCH mR 


= >> 
45) SUPPLIES 


Europe's Leading Genuine 


Government Surplus Dealer 


Our Massive Depot % Mile 
from Nottingham City Centre 
is OPEN 6 Days a week. 
Not Just Electronics either .. 
we have Dedicated Clothing 
and Industrial Departments too. 
Give us a Ring on (0115) 986 4902 
Always a wide selection of RF Surplus in stock 
Including: 


Waveguide, Transistors, Coax, Plugs, Sockets, 
Valves, Attenuators, Test Equipment, Accessories, 
semi rigid, antennas etc. 


We are also appointed Stockists of Yaesu, 
Kenwood, Icom, Alinco, MFJ, TONNA Amateur 
Gear. 


Browse our website..... If you can't see what you 
want then contact us. We have so much stock that 
changes daily we may just have what you are 
looking for. 


sales@anchorsupplies.com www.anchorsupplies.com 


Back Issues 


: = ; Available either as photocopies or actual magazines. 
Cc arn = = Issues from 1/1969 to 4/2007 are £1.00 each + postage. 
Youn ume IONS Issues from 2008 are £4.70 each or £18.60 for all 4 issues 
: _ + postage. See web site or page 34 of issue 1/2009 for 
back issue list. There are two back issue sets that contain 
the available "real" magazines at a reduced price, see web 
site for details. There are 3 DVDs containing a decade of 
back issues as pdf files of scanned magazine pages. 1970s 
(including 1969), 1980s and 1990s at £20.00 each which 
includes UK postage or surface mail overseas. Air mail 

postage is £0.60 for Europe and £1.00 outside Europe. 


Blue Binders 


These binders hold 12 issues (3 years) and keep your 
library of VHF Communications neat and tidy. You will 
be able to find the issue that you want easily. Binders are 
£6.50 each + postage. (UK £1.55, Surface mail £1.85, Air 
mail to Europe £2.40, Air mail outside Europe £3.60) 


PUFF Version 2.1 Microwave CAD 
Software 


This software is used by many authors of articles in VHF 
Communications. It is supplied on 3.5 inch floppy disc or 
CD with a full English handbook. PUFF is £20.00 + 
postage. (UK £0.70, Surface mail £1.45, Air mail to 
Europe £1.60, Air mail outside Europe £2.60) 
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Two CDs containing compilations of VHF Communica- 
tions magazine articles are available. CD-1 contains 21 
articles on measuring techniques published over the last 
8 years. CD-2 contains 32 articles on transmitters, 
receivers, amplifiers and ancillaries published over the 
last 5 years. The articles are in pdf format. 


Each CD is £10.00 which includes 2" class postage in 
The UK and surface mail overseas. Air mail postage is 
£0.60 for Europe and £1.00 outside Europe. 
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q www.vhfcomm.co.uk 


Visit the web site for more information on previous 

a » articles. There is a full index from 1969 to the present 

A Ne issue, it can be searched on line or downloaded to your 

SINGE 1985) own PC to search at your leisure. If you want to 

; purchase back issues, kits or PUFF there is a secure 

order form or full details of how to contact us. The web site also contains a very useful list 
of site links, and downloads of some previous articles and supporting information. 
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